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ResultTolerance
20.5°C

53.0%

Device
Temperature & Rh
Chamber ±0.05°C / ±3.0% rh 
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SENCIUS TECHNOLOGIES certifies that the products mentioned on the following page(s) have been 
thoroughly tested,validated and met performance accuracy specifications over the stated ranges. 

Reference Instrument

Certificate No. Calibration Date Page
TZ2020041402 April 14, 2020 1 of 1

Tempnote® T32        TN2004030101-TN2004030200  04/2020 04/2021

1011, Ganesh Glory, Godrej Garden City Rd, 
Ahmedabad 382 481, Gujarat. INDIA

SENCIUS TECHNOLOGIES

All reference instruments are calibrated by Shenzen Academy of Metrology & Quality Inspection, a CNAS 
(China National Accreditation Service) accrediated laboratory and traceable to NIST according to Multi-Rec-
ognition Agreement. CNAS is full member of the International Laboratory Accreditation Cooperation. This 
Validation Certificate is also accepted by all signatories to the ILAC MRA. 

May 01,2019Donguan KS-HW80L

This certificate was automatically generated and valid for 1(one) year from the date of production.

info@sencius.com
+91-95373 83601
www.sencius.com

Manufacturer’s Certificate of Validation 

Air Temperature

Cold Chain Solutions 
www.tempnote.comQUALITY CERTIFICATE

High Accuracy RTD
Thermometer ±0.15°CMay 15, 2019OMEGA HH376


